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Assay 
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A subset of children develops persistent insulin autoantibodies 
(IAA; almost always as the only islet autoantibody) without evi- 
dence of progression to diabetes. The aim of the current study 
was the development and characterization of the performance 
of a nonradioactive fluid phase IAA assay in relation to standard 
IAA radioassay. We developed a nonradioactive IAA assay where 
bivalent IAA cross-link two insulin moieties in a fluid phase. The 
serum samples positive for anti-islet autoantibodies from 150 
newly diagnosed patients with diabetes (Barbara Davis Center 
plus Diabetes Autoantibody Standardization Program [DASP] 
workshop) and 70 prediabetic subjects who were followed to 
diabetes were studied. In addition, sequential samples from 64 
nondiabetic subjects who were persistently IAA + were ana- 
lyzed. With 99th percentile of specificity, the new assay with 
the technology from Meso Scale Discovery Company (MSD- 
IAA) detects as positive 61% (61 of 100) of new-onset patients 
and 80% (56 of 70) of prediabetic patients compared with our 
current fluid phase micro-IAA radioassay (mlAA; 44 and 74%, re- 
spectively). In addition, MSD-IAA demonstrated better sensi- 
tivity than our mlAA from blinded DASP workshop (68 vs. 56% 
with the same 99% specificity). Of 64 IAA + nondiabetic subjects, 
25% (8 of 32) who had only IAA and thus the low risk for pro- 
gression to diabetes were positive with MSD-IAA assay. In con- 
trast, 100% (32 of 32) high-risk children (IAA plus other islet 
autoantibodies) were positive with MSD-IAA. The IAA detectable 
by radioassay, but not MSD-IAA, were usually of lower affinity 
compared with the IAA of the high-risk children. These data sug- 
gest that a subset of IAA with current radioassay (not MSD-IAA) 
represents biologic false positives in terms of autoimmunity 
leading to diabetes. We hypothesize that factors related to the 
mechanism of loss of tolerance leading to diabetes determine high 
affinity and MSD-IAA reactivity. Diabetes 61:179-186, 2012 




Insulin autoantibodies (IAA) are often the first auto- 
antibody to appear before the development of type 
1A diabetes in children prospectively followed from 
birth (1). IAA is one of four major islet autoantibody 
assays validated in Centers for Disease Control and Pre- 
vention (CDC)-sponsored DASP (Diabetes Autoantibody 
Standardization Program) workshops of the Immunology 



From the Barbara Davis Center for Childhood Diabetes, University of Colorado 

Denver, Aurora, Colorado. 
Corresponding author: George S. Eisenbarth, george.eisenbarth@ucdenver. 

edu. 

Received 17 May 2011 and accepted 9 October 2011. 
DOI: 10.2337/dbll-0670 

© 2012 by the American Diabetes Association. Readers may use this article as 
long as the work is properly cited, the use is educational and not for profit, 
and the work is not altered. See http://creativecommons.org/licenses/by 
-nc-nd/3.0/ for details. 



of Diabetes Society (2-4). Early Immunology of Diabetes 
Society workshops demonstrated that although multiple 
ELJSA assays readily detected insulin antibodies after in- 
jection of subcutaneous human insulin, standard ELISA 
formats were unable to detect IAA of new-onset patients 
with diabetes or individuals progressing to type 1 diabetes 
(5-7). These standard ELISA assays bound insulin to plates 
and likely obscured a key insulin epitope with plate binding 
of insulin. 

The IAA that predicted the development of type 1A 
diabetes were of high affinity and recognized restricted 
unique conformational epitopes of the insulin molecule 
(8-11). We have reported recently (12) that in contrast with 
the IAA of prediabetic patients, the IAA of the spontaneous 
animal model, the NOD mouse, can readily be detected in 
an ELISA format, confirming earlier reports (13). This 
difference between the detection of murine IAA and the 
human autoantibodies in ELISA format despite equivalent 
signals with fluid phase radioassays (utilizing human in- 
sulin for both) was quite striking and reinforced the con- 
cept that binding of insulin to plates obscured a critical 
epitope seen by the autoantibodies of most prediabetic 
patients (12). 

In addition to the inability to develop ELISA assays for 
IAA, the current fluid phase IAA radioassays (mlAA) have 
proved to be difficult for many laboratories to implement 
(9,14). Although IAA are usually of high affinity, capacities 
are very low and signals for the majority of patients very 
low except for younger children developing diabetes. DASP 
workshops have demonstrated that although the majority 
of laboratories have good specificity and sensitivity when 
measuring GAD, IA-2, and ZnT8 autoantibodies, this has 
not been achieved for IAA. 125 I-labeling of the insulin 
molecule could potentially be a problem interfering with 
antibody binding to insulin. Given the need for improved 
IAA assays and the hypothesis that the binding of insulin to 
solid phases obscures a key determinant for recognition by 
human autoantibodies, we attempted to immobilize insulin 
to a solid phase that preserved critical determinants. In- 
sulin is a relatively small protein of only 51 amino acids 
with disulfide linked A and B chains, and thus it was not 
surprising that insulin directly bound to plates did not al- 
low detection of prediabetic IAA (data not shown). Given 
prior studies in which we found that all diabetic patients 
positive for IAA reacted with proinsulin in fluid phase 
radioassay (6), we produced biotinylated and Sulfo-tagged 
proinsulin to develop a capture IAA assay. Streptavidin, 
but not avidin, was able to capture the biotinylated proinsulin 
with autoantibody bound proinsulin pairs (biotinylated and 
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FIG. 1. Illustration of the bivalent plate capture MSD-IAA assay. The 
IAA in serum will link the Sulfo-tagged proinsulin to the biotinylated 
proinsulin, which will be captured on the solid phase of the streptavi- 
din-coated plate. Detection of plate-captured Sulfo-tagged proinsulin is 
accomplished with electrochemiluminescence. 



Sulfo-tagged proinsulin), and this allowed us to develop 
a plate capture nonradioactive assay for IAA. When we ap- 
plied the MSD-IAA assay to prospective samples of the 
DAISY (Diabetes Auto-immunity Study in the Young) study 
we were surprised to discover that radioassay IAA + children 



expressing multiple islet autoantibodies (high-risk children 
with IAA plus GAD, IA-2, and/or ZnT8 autoantibodies), 
but only a minority of those expressing only IAA (low 
risk) were positive with the new MSD-IAA assay, showing 
marked biologic specificity. 

RESEARCH DESIGN AND METHODS 

Subjects. Serum samples from both 100 newly diagnosed patients with di- 
abetes (studied within two weeks of diagnosis at the Barbara Davis Center for 
Childhood Diabetes) and 70 prediabetic subjects who were followed to overt 
diabetes were selected on the basis of expressing one or more anti-islet au- 
toantibody (of insulin, GAD65, IA-2, and ZnT8). One hundred age-matched 
normal control samples from DAISY participants (the same control population 
for mlAA assay) were also analyzed. Sequential serum samples were analyzed 
from 64 nondiabetic subjects from the DAISY study who were IAA + with or 
without other autoantibodies and longitudinally followed. The prospectively 
studied DAISY children were selected to be either first degree relatives of 
patients with type 1 diabetes or general population children with high-risk 
HLA haplotypes (e.g., DR3: DRB1*0301, DQA1*0501, DQB1*0201 or DR4: 
DRB1*04, DQA1*0301, DQB1*0302). In addition, 150 de-identified blinded 
samples from DASP were provided by Dr. Patricia Mueller of the CDC. Signed 
written informed consents were obtained from participants, and the study was 
approved by the Institutional Review Board of the University of Colorado. 
Sulfo-TAG labeling of proinsulin. Proinsulin (kindly provided by Eli Lilly) in 
PBS was mixed with Sulfo-TAG (MSD) at 1:5 molar ratio and incubated at room 
temperature for 2 h with shielding from light. After incubation, the product was 
purified with a desalting spin column (Thermo Scientific) to remove unbounded 
Sulfo-TAG. The final product was evaluated for protein concentration using 
a bicinchoninic acid (BCA) assay kit (Sigma), and the amount of Sulfo-TAG labeled 
to proinsulin was determined by spectrophotometry at the wavelength of 450 mi 
Biotin labeling of proinsulin. The labeling was performed with a bio- 
tinylation kit (Thermo Scientific). In brief, proinsulin (Eli Lilly) in PBS was 
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FIG. 2. Both Sulfo-TAG and biotin-labeled proinsulin (Proins) were used as competitors in our standard IAA radioassay. Sulfo-TAG-labeled 
proinsulin (in A) and biotin-labeled proinsulin (in B) competed for binding 125 I-insulin as well as unmodified human insulin (Humulin from Eli 
Lilly), cpm, counts per minute. (A high-quality color representation of this figure is available in the online issue.) 
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mixed with biotin (from the kit) at 1:5 molar ratio and incubated at room 
temperature for 1 h. After incubation, the free biotin was removed with a 
desalting spin column provided in the kit. The protein concentration was 
determined with a BCA kit (Sigma), and the amount of biotin labeled to 
proinsulin by spectrophotometry was determined at the wavelength of 
500 nm. 

IAA plate capture assay (MSD-IAA). The assay protocol is summarized in 
Fig. 1. To optimize reagent concentrations and ratio of bio tiny lated to Sulfo- 
TAG proinsulin, various conditions for the assay were tested in a series of 
experiments varying the concentration of Sulfo-TAG-labeled proinsulin, bi- 
otin-labeled proinsulin and ratio of these two labeled proinsulin, the serum 
volume, and serum dilution. After preliminary optimization, we surprisingly 
found that binding of insulin antibodies, either a mouse monoclonal insulin 
antibody-125 (kindly provided by Dr. Tom Thomas of Vanderbilt) or IAA of 
patients, was inhibited by normal human serum for the MSD-IAA assay, but 
not for the radioassay. To decrease the inhibition, a step of acid treatment of 
serum was introduced into the assay. In brief, 15 (iL of patient serum were 
mixed with 18 |xL of 500 mmol/L of acetic acid. After incubation for 45 min at 
room temperature, 25 |xL of the acid-treated solution was transferred to 
a freshly prepared antigen/neutralization solution consisting of 8.3 jjlL of 1 M 
Tris-HCl (pH 9.0) and 35 u.L of labeled proinsulin (Sulfo-TAG-labeled pro- 
insulin at concentration of 200 ng/mL and biotin-labeled proinsulin of 100 ng/ 
mL) in PBS with 5% BSA. The mixture was incubated at room temperature for 
2 h with shaking on a plate shaker followed by incubation at 4°C overnight 
(>16 h). The same day, 96-well streptavidin-coated MSD plates were blocked 
with 150 (jlL of 3% Blocker A (MSD) per well overnight at 4°C. The next day, 
the blocked MSD plate was washed with PBST (PBS with 0.05% Tween-20) 
three times followed by the addition of the overnight-incubated serum mixture 
into the MSD plate. After incubation at room temperature for 1 h, the plate was 



washed three times with PBST to remove uncaptured proinsulin. Finally, 150 
^L/well of 2 X Read buffer (MSD) were added and the plate was counted on 
a MSD Sector Imager 2400. The intra-assay coefficient variation was 5.2% (n = 
8), and interassay coefficient variation was 9.2% (n - 6). A mouse monoclonal 
insulin antibody-125 was used as the assay internal standard positive control, 
and the result was expressed as an index (index - [Signal sample — Signal- 

NegativeControl] / [SignalPositiveControl — SignaiNegativeControlD- 



RESULTS 

Assay description. A number of Sulfo-tagged fluid phase 
assays have been developed that depend upon complexing a 
biotinylated "bait" molecule with a Sulfo-tagged ruthenium- 
labeled protein. The biotin allows capture on streptavidin 
solid phase while the Sulfo-TAG provides electrochemical 
light emission for detection of the captured complex using 
an MSD electrochemiluminescent instrument. We initially 
tested both biotinylated and Sulfo-tagged proinsulin as 
competitors in our standard fluid phase IAA radioassay 
and demonstrated that both modified molecules were able 
to compete with 125 I-insulin for binding to patients' IAA 
(Fig. 2). The acid treatment of serum was introduced into 
assay protocol to decrease inhibition of signal by serum. 
After acid treatment, the MSD-IAA assay signal for both 
mouse monoclonal antibody and patient autoantibodies 
were greatly improved (see Fig. 3). Acid treatment of serum 
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FIG. 3. Illustration of normal human serum blocking MSD-IAA signal. The MSD-IAA radioassay signals with an insulin monoclonal antibody (MoAb; 
A) are decreased by addition of normal human serum, compared with equal volume of PBS with partial restoration of signal with acid treatment 
(acid treat) of human serum. B: Illustration of MSD-IAA assay signals of 4 patient sera with and without acid treatment. (A high-quality color 
representation of this figure is available in the online issue.) 
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samples before the assay had no effect on our mlAA 
radioassay with 20 samples studied in parallel (data not 
shown). To test whether the IAA detected in MSD pro- 
insulin assay reacted with insulin, 40 MSD-IAA + samples 
at different levels (20 new onsets and 20 prediabetic 
samples) were randomly selected and all 40 MSD-IAA + 
samples were completely absorbed by unlabeled insulin (data 
not shown). 

Assay sensitivity/specificity. After a series of optimi- 
zation steps, the MSD-IAA assay protocol described in 
research design and methods was used for all experiments. 
Figure 4 illustrates the IAA levels from our MSD-IAA as- 
say for a total of 170 patient samples (100 newly diagnosed 
patients with diabetes and 70 prediabetic subjects) and 100 
age-matched healthy control subjects. With upper limit of 
normal range set at 99th percentile (index 0.006) from 100 
control subjects, 116 of 170 (68%) of new-onset and pre- 
diabetic patients were positive. 

The positivity and levels of the IAA from MSD-IAA and 
our current radioassay (mlAA) were compared (Fig. 5). 
With 99th percentile of specificity set for both assays, 60% 
(60 of 100) of new-onset patients (Fig. 5A) and 80% (56 of 
70) of prediabetic patients (Fig. 5B), in total 68% (116 of 
170), were positive for MSD-IAA compared with mlAA (44 
of 100, 44% for new-onset patients, and 52 of 70, 74% for 
prediabetic patients, in total 96 of 170, 56% [P = 0.03]). 



The IAA levels of the two assays were correlated for both 
new-onset patients (R 2 = 0.456; P < 0.0001) and prediabetic 
patients (R 2 = 0.516, P < 0.0001). In addition, a blinded 
DASP workshop set of 100 control subjects and 50 new- 
onset patients was tested for MSD-IAA assay, and IAA 
levels were also well correlated with our mlAA radioassay 
(R 2 = 0.695; P < 0.0001) while MSD-IAA had a higher sen- 
sitivity of 68 vs. 56% in the radioassay (Fig. 5C) with the same 
specificity of 99% for both assays. Of 19 new-onset sub- 
jects who were MSD-IAA" 1 " and mlAA radioassay-negative 
(Fig. 5A), 13 were children and all 19 subjects were positive 
for at least two other islet autoantibodies (GAD65, IA-2, 
and ZnT8). Of eight new onsets from DASP set who were 
MSD-IAA + and mlAA radioassay-negative (Fig. 5(7), all were 
positive for other islet autoantibodies, six positive for at 
least two other islet autoantibodies, and two positive for 
one other islet autoantibody (GAD65). 
Analysis prospectively followed children of the DAISY 
study. A group of sequential samples from 64 nondiabetic 
children from the DAISY study followed from birth with 
persistent mlAA positivity was tested for MSD-IAA. Of 
those with multiple autoantibodies 100% (32 of 32) were 
positive in the MSD-IAA assay, and for subjects express- 
ing only mlAA 25% (8 of 32) were MSD-IAA assay-positive 
(P < 0.0001). Of note, positivity of the MSD-IAA for 11 
children with >2 Abs preceded mlAA radioassay positivity. 
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FIG. 4. MSD-IAA index of sera from 100 normal control subjects, 100 newly diagnosed patients with type 1 diabetes, and 70 prediabetic patients 
who were followed to overt diabetes. With cutoff value of index 0.007 set at 99th percentile of 100 healthy control samples, 65% (110 of 170) of the 
patients were positive. (A high-quality color representation of this figure is available in the online issue.) 
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FIG. 5. IAA levels from MSD-IAA assay and our current radioassay (mlAA) were compared among 100 newly diagnosed patients with type 1 di- 
abetes (yl), 70 prediabetic patients (B), and 50 blinded DASP workshop patient samples (C). The two assays were correlated (P < 0.0001), but 
MSD-IAA assay had higher sensitivity for all 3 groups with both assays set at 99% specificity. (A high-quality color representation of this figure is 
available in the online issue.) 



Figure 6 illustrates the pattern of autoantibody expression 
for the initial 13 DAISY children studied; five children were 
multiple anti-islet autoantibody-positive (>2 Abs; IAA plus 
GAD65, IA-2, and/or ZnT8 autoantibodies), and eight were 
consistently mIAA + only (single Ab). Surprisingly, multiple 
samples from subjects with >2 Abs were all positive (5 of 5) 
for MSD-IAA (panel A), whereas samples from subjects with 
only a single Ab (mlAA) on multiple samples were often 
MSD-IAA - (Fig. &E) although positive with the radioassay 
mlAA. 

Avidity analysis. To identify characteristics associated 
with the IAA from these two different groups of subjects, 
we did competition analysis for the samples of the initial 
13 DAISY children studied with different concentrations of 
insulin and proinsulin (Fig. 7A for proinsulin absorption 
curve and Fig. IB for insulin absorption curve). We found 
that the IAA from the majority of the subjects with the 
single Ab required a higher concentration of insulin and 
proinsulin for 50% inhibition of binding (Table 1). Four of 
the single antibody IAA were minimally inhibited by com- 
petition with proinsulin, suggesting recognition of a differ- 
ent epitope. The 50% inhibition by insulin and proinsulin 
of the MSD-IAA + samples were correlated (Rr = 0.9814; 
P < 0.0001). 



DISCUSSION 

In 1974, Bottazzo et al. (15) reported the presence of 
autoantibodies in sera of patients with diabetes and 
polyendocrine autoimmunity reacting with frozen sections 
of human pancreas. Although this assay is still used, it 
has been largely replaced by the measurement of auto- 
antibodies reacting with defined islet autoantigens, in 
particular insulin, GAD65, IA-2, and ZnT8 (4,16-18). The 
least reproducible (between laboratories) of the biochemical 

diabetes.diabetesjournals.org 



assays for islet autoantibodies has been the assay for IAA 
in DASP workshops. This is a particularly important assay 
in that IAA are often the first autoantibody to appear in 
prediabetic children followed from birth, and when they 
first appear they are already of high affinity (1). Low-affinity 
IAA are less associated with progression to diabetes, and 
assays have been developed that use competition with a set 
concentration of unlabeled insulin to help identify lower 
risk IAA (11). 

There already exist both a GAD65 and IA-2 plate capture 
autoantibody ELISA assays that have performed well in 
DASP workshops (4). Despite the importance of IAA 
no validated (in CDC-sponsored DASP workshops) non- 
radioactive assay is available. We believe we have solved 
the difficulty of developing a solid phase capture non- 
radioactive IAA assay using biotinylation of proinsulin 
(rather than using insulin as bait) and strep tavidin rather 
than avidin for capture. Based on not using radioactivity 
and semiautomated high throughput assay format (although 
there is an added step for acid treatment of serum samples), 
the MSD-IAA assay should be suitable for general applica- 
tion. Acidification of serum is usually applied in assays to 
disassociate pre-existing bound complexes. Given lack of 
effect of charcoal absorption of free insulin on the MSD 
assay and the high concentration of unlabeled insulin re- 
quired to inhibit MSD-IAA assay we do not believe endog- 
enous insulin in serum is causing the inhibition of MSD-IAA 
signal. The mechanism of MSD-IAA signal inhibited by nor- 
mal serum and released by acidification of serum is unknown 
at present, but it has been used in other MSD-based assays 
(19-21). 

Perhaps the most striking finding of the current study is 
the markedly divergent results for the standard IAA radio- 
assay and the new MSD-IAA assay comparing children 
expressing only IAA (at low risk of progression to diabetes) 
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FIG. 6. Sera from children in the DAISY study persistently expressing IAA as a single autoantibody or with other islet autoantibodies were an- 
alyzed with the MSD-IAA assay. A: MSD-IAA were well correlated with radioassay mlAA for all five subjects (multiple follow-up positive for both 
assays) who were multiple islet autoantibody-positive. B: Seven and eight subjects with single islet autoantibody (mlAA only) were consistently 
MSD-IAA - . DM, diabetic subjects. (A high-quality color representation of this figure is available in the online issue.) 



with those children expressing IAA and the other islet 
autoantibodies. It has been known for more than a decade 
that individuals expressing only a single islet autoantibody 
are at low risk, and for those relatives expressing only IAA 
from the Diabetes Prevention Trial study there was es- 
sentially no risk of progression to diabetes (0 of 407) (22). 
One hypothesis for the very low risk of those with only 
a single islet autoantibody (e.g., insulin) is that spreading 
of autoimmunity to other autoantigens is needed to in- 
crease risk or marks a stage closer to overt diabetes. Our 
data are consistent with an alternative explanation for 
those with only IAA that it is likely related to prior studies 
of IAA affinity (11). Namely, the IAA of those with isolated 
IAA is often qualitatively different from the IAA with other 
islet autoantibodies (of GAD65, ZnT8, and IA-2 autoanti- 
bodies). DAISY subjects were selected to be at increased 
risk for diabetes (first-degree relatives or general popu- 
lation children with high-risk HLA DR3 and/or DR4), and 
thus the majority of IAA + children had DR3 and/or DR4. 
We speculate that the mechanism of immunization may 
relate to expressing radioassay-positive, lower affinity 
MSD-IAA~ IAA. The simplest hypothesis would be that the 
lower risk IAA often result from immunization with a cross- 
reactive molecule, whereas higher affinity, higher risk IAA 
result from immunization with insulin/proinsulin itself. 



Although both forms of IAA can be competed with insulin 
and thus are not a biochemical false positive, in terms of 
biologic relevance those antibodies detected with only the 
radioassay appear to be predominantly false positives rel- 
ative to predicting disease status. There is already data that 
insulin antibodies induced after subcutaneous human in- 
sulin therapy and the insulin autoimmune syndrome 
differ from prediabetic insulin autoantibodies (23), and 
this study indicates that nonpredictive IAA can usually 
be distinguished by failure to give signal with the bi- 
valent MSD-IAA assay. A caveat is that given long enough 
follow-up some individuals with only radioassay-positive 
IAA (perhaps as adults) may develop additional autoanti- 
bodies or progress to diabetes, and thus both longer follow- 
up and studies of additional populations with the described 
MSD-IAA assay are needed. 



ACKNOWLEDGMENTS 

This study was funded by National Institutes of Health 
Grant DK32083, Diabetes Autoimmunity Study in the Young 
Grant DK32493, Diabetes Endocrine Research Center Grant 
P30 DK57516, the Immune Tolerance Network (AI15416), 
the Juvenile Diabetes Research Foundation Grant 11-2005- 
15, the Children's Diabetes Foundation, and the Brehm 



184 DIABETES, VOL. 61, JANUARY 2012 



diabetes.diabetesjournals.org 



L. YU AND ASSOCIATES 



B 




0.001 



5.7x1 O 9 5.7x10 s 5.7x1 0- 7 5.7x1 0 6 5.7x1 0 5 



Concentration of Cold Proinsulin (M) 



Insulin Competition 




0.001 



0 5.7x1 0 9 5.7x10 s 5.7x1 0 7 5.7x1 0 6 5.7x1 0 5 



Concentration of Cold insulin (M) 



FIG. 7. Sera with IAA from 13 subjects in Fig. 6 with single or multiple islet autoantibodies were incubated with different concentrations of 
either proinsulin (A) or insulin (B) and analyzed with our standard mlAA radioassay. IAA from subjects with single autoantibody (dotted line), 
compared with subjects with multiple autoantibodies (solid line), required higher concentrations of proinsulin and insulin for one-half maximal 
inhibition. Results were expressed as percent of signal not absorbed. (A high-quality color representation of this figure is available in the online 
issue.) 



TABLE 1 

The estimated concentrations of insulin and proinsulin 
causing 50% inhibition of IAA signals in radioassay (mlAA) 
for 13 children from the DAISY study, 5 with multiple islet 
autoantibodies (>2 Abs), and 8 with a single autoantibody 
(mlAA only) 

Insulin (M) 50% Proinsulin 
Patient ID inhibition (M) 50% inhibition 



>2 Abs 



33007-0 


2 X 10" 11 


2 X 10" 11 


00783-0 


5 X 10" 11 


3 X 10" 11 


00919-3 


2 X 10" 10 


3 X 10" 10 


32018-0 


4 X 10" 10 


1 X 10" 9 


25644-0 


9 X 10" 10 


2 X 10~ 9 


mlAA only 


6 X 10" 10 




01094-0 


3 X 10~ 9 


18558-3 


3 X 10" 9 


4 X 10" 9 


20409-0 


9 X 10" 9 


5 X 10" 9 


00413-0 


2 X 10" 8 


7 X 10~ 9 


00925-0 


3 X 10" 8 


2 X 10" 6 


00723-0 


2 X 10" 6 


9 X 10~ 6 


00497-0 


4 X 10" 6 


2 X 10" B 


11480-0 


2 X 10" 6 


6 X 10" 4 
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